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ABSTRACT
Two state-of-the-art profiling floats were equipped with novel optode-based oceanographic oxygen sen-
sors. Both floats were simultaneously deployed in the central Labrador Sea gyre on 7 September 2003. They
drift at a depth of 800 db and perform weekly profiles of temperature, salinity, and oxygen in the upper 2000
m of the water column. The initial results from the first 6 months of operation are presented. Data are
compared with a small hydrographic oxygen survey of the deployment site. They are further examined for
measurement quality, including precision, accuracy, and drift aspects. The first 28 profiles obtained are of
high quality and show no detectable sensor drift. A method of long-term drift control is described and a few
suggestions for the operation protocol are provided.
1. Introduction
Careful analyses have documented significant
changes of temperature (Levitus et al. 2000) and salin-
ity (Curry et al. 2003) in the surface (and deep) ocean.
Such changes in the physical state of the “anthro-
pocene” ocean are bound to cause changes in the
chemical and biological state and functioning of the
marine system. Oxygen is a component that will re-
spond to both physical changes (temperature and salin-
ity dependence of oxygen solubility, ventilation) as well
as biological changes (e.g., different temperature de-
pendence of photosynthesis and respiration, effect of
stratification changes on vertical nutrient supply, and
utilization efficiency) and therefore can potentially be
used as a sensitive indicator of environmental change in
the ocean (Joos et al. 2003). Recent measurements and
model studies have consistently identified a decreasing
trend in the concentration of dissolved O2 in the ocean
over the last several decades (e.g., Matear et al. 2000;
Keeling and Garcia 2002; Bopp et al. 2002), which have
important implications for our understanding of an-
thropogenic climate change.
Oxygen has a century-long history of use as a tool for
understanding ocean circulation. In fact, it was the first
true chemical measurement to be performed regularly
with temperature and salinity. Until today, this param-
eter has retained its importance and we can look back
on long-standing records of oxygen concentrations in
the ocean—a fact that has been possible only due to the
virtually unchanged survival of an elegant and reliable
chemical method (Winkler 1888). Attempts to comple-
ment this classical wet-chemical method with a sensor-
based measurement technique started early. In the mid-
1950s, Clark et al. (1953) published their definitive pa-
per on the oxygen electrode in an attempt to expand
the range of analytes that could be measured in the
human body. This electrochemical sensor has long since
been adapted for oceanographic applications, and sub-
stantial improvements have been made. However, until
today long-term calibration stability, temperature sen-
sitivity, pressure hysteresis, susceptibility to biofouling,
etc., have remained areas of concern that have essen-
tially prohibited long-term deployments of oxygen sen-
sors in the ocean.
The recent advent of a new optode-based oxygen
sensor represents a major improvement of our oxygen
measurement capabilities in long-term subsurface ap-
plications (A. Tengberg et al. 2004, manuscript submit-
ted to Limnol. Oceanogr., hereafter TENG). The
unique characteristics of this new oceanographic sensor
make it suitable for adaptation to the present genera-
tion of profiling (and drifting) floats. Since the early
times (Davis et al. 1992), profiling floats have become
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extremely valuable oceanographic tools and are pres-
ently being deployed in large quantities (1500 floats
operational in December 2004) within Argo, a broad-
scale global array of temperature/salinity profiling
floats. Lacking sensors of suitable characteristics for
float applications, marine biogeochemists have until
now not been able to exploit this new ocean observing
tool. Here we present first results from a pilot study
with two profiling floats carrying the new oxygen sen-
sors.
2. Methods
a. Profiling float
For this study the APEX-260 float [Webb Research
Corporation (WRC) East Falmouth, Massachusetts],
an autonomous drifting profiler used to measure sub-
surface currents and make profile measurements was
used. It surfaces at programmed intervals for profile
acquisition, data telemetry, and geolocation via Argos
satellites. The float automatically adjusts buoyancy to
follow an isobaric surface while drifting at a selected
depth. The “park and profile” feature allows drift
depths to be different from maximum profile depths.
Standard sensors for temperature, pressure, and salinity
are available.
Two APEX floats carrying an oxygen optode (model
3830, Aanderaa Instruments AS, Bergen, Norway) as
well as the standard CTD sensor (model 41, Sea-Bird
Electronics, Inc., Bellevue, Washington) were used. All
sensors were mounted on the upper endcap. The oxy-
gen sensor returns oxygen concentration (M  mol
dm3) and optode temperature (Topt) in addition to the
pressure (p), temperature (TCTD), and salinity (S) mea-
surements provided by the CTD sensor of the float.
Data were transmitted in 28-bit Argos format using the
“Multi-Satellite Service.” The drift and profile pattern
of the floats (Fig. 1) includes an 800-db drift depth, a
maximum profile depth of 2000 db, and 61 data points
per profile (WRC depth table 34, vertical resolution
decreasing with depth from 10 to 50 db, shallowest
sample at 4 db). In addition to the profile, CTD and
optode measurements are performed every 12 h while
drifting at park depth and half-hourly while at the sur-
face (optode only).
b. Oxygen optode
The optode is based on a principle called dynamic
luminescence quenching, which is the ability of a sub-
stance, in this case oxygen, to influence the fluores-
cence of a luminophore. After absorbing light of a cer-
tain energy, a luminophore will enter an excited state.
Relaxation to the initial state involves internal energy
dissipation through oscillation and emission of a photon
of lower energy, that is, longer wavelength (fluores-
cence). An alternative relaxation mechanism is caused
by energy transfer to a colliding molecule during which
no photon is emitted. This nonemitting process is called
dynamic quenching.
In the oxygen optode the luminophore, a platinum
porphyrine complex, is immobilized in a sensing foil
mounted on a sapphire optical window and exposed to
the seawater. Ambient oxygen acts as the quenching
agent. On the outside, the sensing foil is covered with a
black gas-permeable coating to isolate it from light con-
tamination in the photic zone. The luminophore is ex-
cited with a blue-green light (505 nm) from the inside
and produces a red fluorescence that is measured by a
photodiode through the same window. The gas-
permeable foil equilibrates with the surrounding sea-
water. If oxygen is present, the red fluorescence will be
quenched. The intensity of the returned light therefore
depends on the amount of oxygen in the seawater.
However, the fluorescence intensity is dependent on
several other factors and therefore is not the optimal
quantity for detecting oxygen. Instead the excitation
light is modulated at 5 kHz, and the fluorescence life-
time, which is also affected by oxygen, is measured.
While the principle has been known for quite a long
time (Kautsky 1939), the technique has only fairly re-
cently been introduced in aquatic research (Klimant et
al. 1995). A detailed description of this and similar mea-
suring principles has been given by Demas et al. (1999).
The newly available optode-based oceanographic oxy-
gen sensor has undergone a number of laboratory and
field tests under variable conditions that demonstrate
the performance of the sensor (TENG).
The optode has a number of advantages. 1) It comes
factory calibrated and measures absolute concentra-
tions without the need for repeated calibrations. 2) The
pressure behavior is fully reversible and predictable. 3)
As no oxygen is consumed, the measurement does not
require stirring. 4) Sensitivity to biofouling is reduced,
as no parts of the optical path are exposed to the sea-
water. 5) The fluorescence-lifetime-based measure-
FIG. 1. Measurement and drift pattern of the two deployed
prototype APEX profiling floats with oxygen optode sensors.
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ment principle and luminophores aging properties sug-
gest long-term stability.
The sensor is capable of measuring absolute oxygen
concentrations with a resolution smaller than 1 M and
an accuracy of less than 8 M (or 5%, whichever is
greater) across the concentration range 0–500 M, that
is, the full oceanic concentration range. With an e-
folding (or 63% settling) time of less than 20 s the
sensor is suitable for slow profiling. At the floats’ typi-
cal ascent rate of 0.08 m s1, the sensor will therefore
develop a significant disequilibrium of more than 1 M
only during passage of very sharp oxygen gradients of 1
M m1 [or 1.6 M (20 s)1]. For faster profiling
applications the sensor could be equipped with foils
without optical isolation. These foils give about a
4-times-shorter response times but are less robust and
hence less suitable for long-term applications. In addi-
tion, there is evidence that the temperature equilibra-
tion of the sensor’s titanium pressure housing may take
longer. This could potentially lead to transient, not
well-constrained temperature gradients in the optical
measurements system that may cause slight deteriora-
tion of the overall accuracy (see the results section).
3. First results
The two APEX-optode prototypes were deployed in
the Labrador Sea subpolar gyre on 7 September 2003
during the German R/V Meteor cruise 59/2. Both floats
were deployed at the same time and in the same posi-
tion (56.55°N, 52.69°W), and the first three weekly pro-
files of both floats were obtained within distances of
each other of 1.5–4.5 n mi. After that, the separation
increased to about 30 n mi, but the floats still followed
very similar trajectories before they became more sepa-
rated and decorrelated after around 2.5 months (dis-
tance increasing to more than 200 n mi). Just short of 3
months in the field, float 2 developed a problem with
the CTD’s pressure sensor that had been detected and
announced by S. Riser (School of Oceanography, Uni-
versity of Washington, Seattle, Washington) in August
2003. A recall of the floats for replacement of the CTD
was issued immediately after that. Because of the tight
deadline of the present pilot study, it was decided not to
follow this recall, and the floats were deployed with the
problematic pressure sensor that had shown a 10%
failure rate during tests at the University of Washing-
ton.
The first profile taken simultaneously by both floats
at a distance of about 1.5 n mi on 14 September shows
a very good agreement between temperature, salinity,
and oxygen (Fig. 2, only oxygen data shown). At depths
greater than 800 db, temperature (mean offset 0.0005,
rms  0.007) and salinity (mean offset 0.0009, rms 
0.0012) showed no systematic offset. Oxygen values sys-
tematically differed by 1.6 M across the 800–2000-db
depth range (Fig. 3) with an rms difference of 0.4 M,
which is well within the nominal accuracy of 8 M. At
depths shallower than 800 db, maximum differences of
0.018°C in temperature and 0.134 in salinity show that
to some extent different water mass characteristics are
represented in the two profiles, which can also be seen
in higher variability of the oxygen residuals (Fig. 3). At
the surface, oxygen residuals become very small (0.8
M) and change sign. This is not due to the effect of
differences in sea surface temperature and salinity on
equilibrium oxygen concentrations, which account for
only 0.3 M of the shift in residuals. It therefore must
reflect differences in the local saturation levels of the
mixed layer.
The optodes’ raw oxygen readings have to be cor-
rected for pressure and salinity. The pressure effect is
linear and fully reversible and causes readings to drop
by 4% (1000 db)1. The need for a salinity correction is
due to the fact that the optode senses the partial pres-
sure (strictly the fugacity) of oxygen in the water but
does not “see” the salinity and hence reports values as
if immersed in freshwater. Since the partial pressure of
any gas is salinity dependent, the calculated oxygen
concentration has to be corrected to the actual salinity.
FIG. 2. First oxygen profiles obtained from the two floats on 14
Sep 2003 at 56.46°N, 53.02°W (distance 1.4 n mi) in the Labra-
dor Sea. Oxygen concentrations are pressure corrected and cor-
rected to actual salinity.
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We compared the first three oxygen profiles with
oxygen concentrations measured by modified Winkler
titration (Hansen 1999) on discrete samples from hy-
drocasts taken on 3–6 September 2003 within 50 n mi of
the float positions. The float and Winkler oxygen pro-
files are of almost identical shape but show an average
offset of –17.5  2.0 M. This is well outside the nomi-
nal accuracy range of the optodes. Furthermore, several
laboratory and field tests under very variable condi-
tions have consistently shown that the sensor accuracy
is typically well within the nominal accuracy of 8 M
(TENG). For example, 1 month of optode measure-
ments (1-min intervals) made in October/November
2002 (R/V Meteor cruise 55) by one of the authors
(A.K.) on continuously pumped surface waters of the
tropical Atlantic Ocean were in extremely good agree-
ment with parallel Winkler titrations (n  72, offset 
0.9 M, rms  1.1 M).
Together with the manufacturer and the Göteborg
University, Sweden, which has been involved in the de-
velopment and rigorous testing of the sensor, we found
an explanation of this problem (A. Tengberg, Göteborg
University, 2004, personal communication). Early pro-
totypes of the sensor, such as the one used on the Me-
teor cruise 55, had been calibrated individually with a
nonstandardized laboratory method. Apparently this
method worked well and yielded high sensor accuracy.
The first series of the commercial sensor, however, had
been calibrated in a newly built calibration facility. This
facility featured a seawater tank where air bubbling was
introduced at a depth of 0.7 m, and about 20 optode
sensors were submerged at a level of 0.5 m, that is, just
above the air bubbling. In this early installation it had
been overlooked that the hydrostatic pressure that is
exerted on the air bubbled into the water increases the
partial pressure of all gases contained by about 7% at
the delivery point. While rising through the water col-
umn, this additional pressure decreases and finally dis-
appears when the bubble reaches the surface. Addition-
ally, a second pressure problem has been identified: the
air conditioning in the constant-temperature room
caused slight overpressure on the order of 10–20 mb.
When the calibration was performed, the outside air
pressure was used in the calculations. The real pressure
of equilibration, however, was higher by an estimated
6% due to the average hydrostatic pressure effect on
the air bubbles as well as the calibration room over-
pressure. A sensor calibrated by using outside air pres-
sure and assuming 100% oxygen saturation will there-
fore read oxygen concentrations that are typically low
by 6%. In the present case, one would expect our oxy-
gen readings (mean of about 285 M) to be low by
about 17 M, which almost exactly matches the ob-
served offset of –17.5  2.0 M between optode and
Winkler data. The shortcomings in the factory calibra-
tion procedure are a very reasonable explanation for
the observed offset, which was very similar between the
two optodes and had also been reported by other cus-
tomers who bought first series optodes. It should be
noted that the manufacturer has improved the current
calibration procedure to eliminate this problem. To re-
move the offset in the factory calibration in our case, we
used the Winkler oxygen samples (n  42) to “cali-
brate” the optodes such that the mean oxygen residuals
(optode – Winkler) became zero (Fig. 4). This proce-
dure was performed separately for the two optodes in
order to remove the systematic offset of 1.6 M be-
tween them.
Temperature measurements made in parallel by the
CTD and the optode’s temperature sensor are in good
agreement. The observed systematic offset of 0.03°C
(for p 300 db) is probably entirely due to the optode’s
thermistor, which does not achieve the high accuracy of
a CTD sensor. However, the optode’s temperature sen-
sor develops a marked negative offset of up to 0.8°C
(Toptode – TCTD) when ascending through strong gradi-
ents of increasing temperature (Fig. 5). This results
from the significantly larger time constant, which is a
consequence of the sensor design with the thermistor
being attached through thermal conductivity paste to
the inner wall of the sensor’s titanium pressure housing.
FIG. 3. Differences in (pressure and salinity corrected) oxygen
concentrations between individual measurements obtained in par-
allel during the first profile of each float (i.e., difference of the
profiles of Fig. 2).
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Therefore, it seems possible that during passage
through steep temperature gradients the optode’s tem-
perature sensor (which is installed in the sensorfoot)
does actually sense a temperature that is not identical
to the measurement temperature of the sensing foil.
The encountered temperature gradients of a few tenths
of a degree per decibar are rather extreme cases, but
the potential bias of the oxygen measurements under
such conditions needs to be addressed further. It may
be advisable to slow down the float’s rise through
depths of extreme vertical temperature gradients in or-
der to avoid strong thermal disequilibria in the optode
sensor. Another option would be to transmit the op-
tode’s “raw data” (phase shift) in parallel with the tem-
perature readings from the fast-response CTD tem-
perature sensors. The mathematical conversion to ab-
solute oxygen readings could then be done either
internally in the float or by postprocessing of the trans-
mitted data.
The purpose of this paper is to introduce the novel
approach of optode-based oxygen measurements from
profiling floats. The first 28 oxygen profiles (Fig. 6)
acquired since 7 September 2003 in the central gyre of
the Labrador Sea may serve as an illustration of its
scientific potential (see also Körtzinger et al. 2004).
Cooling and deepening of the mixed layer are beauti-
fully depicted in the temporal development of the sur-
face ocean oxygen budget, which shows a very large
inventory increase. In contrast to the strong “breath-
ing” of the quickly deepening mixed layer with a clear
change from super- to undersaturation, sharp oxygen
“node points” with a minimum data scatter of about 2
M and no temporal trends are found at 850 db (ex-
cluding the 28th profile on 21 March) and 1800 db (ar-
rows in Fig. 6). These node points are associated with
waters that appear to experience very little temporal
change (variability0.1°C in T and0.01 in S) and are
thus indicative of negligible sensor drift after almost 6
months in the field. Water masses at 1800 db represent
a blend of waters of northern origin that show signifi-
cant changes on decadal and subdecadal time scales
(Dickson et al. 2002; Curry et al. 2003) but do not ex-
hibit trends on the time scale of several months. Oxy-
gen conditions at 800 db are affected on an annual basis
by the intensity of deep convection during winter. The
lack of seasonal trends at this depth is indicative of very
small (in the context of a monthly time scale) oxygen
utilization rates.
Since the sensor responds to the oxygen partial pres-
sure, it is also capable of measuring in air. Therefore,
oxygen measurements taken in air while the float is at
the surface can potentially be used for drift control.
Provided equilibrium with ambient air is achieved, the
sensor reading should equal the oxygen concentration
of freshwater in equilibrium with air (at ambient atmo-
spheric temperature and pressure, 100% humidity, and
an oxygen volume mixing ratio of 0.2095). In reality,
however, the air around the sensors may not always be
at 100% humidity. Furthermore, rough seas may cause
the sensor to be wetted from spray or even get sub-
merged in the water, which would hinder establishment
of equilibrium with the ambient air. Similarly, warming
of the black optical window by insolation may cause
thermal disequilibrium. Despite these factors, which
should lead to larger scatter and/or occasional offsets,
actual sensor readings taken in air can be usefully com-
pared with equilibrium concentrations calculated using
ambient barometric pressure. We used 6-hourly mean
sea level pressure [National Centers for Environmental
Prediction (NCEP)–National Center for Atmospheric
Research (NCAR) reanalysis; http://www.nomad2.
ncep.noaa.gov/ncep_data/) to calculate the expected
oxygen values for all surface measurements taken be-
tween 14 September 2003 and 22 February 2004 (Fig.
7). Given the uncertainty associated with possibly in-
complete equilibration as well as the reanalysis pres-
sure, the two datasets are in very favorable agreement
(mean offset 0.3 M, rms  7.6 M). Atmospheric
measurements thus provide for an easy means of long-
term drift checks.
FIG. 4. “Calibration” of the first three oxygen profiles from both
floats with Winkler oxygen data from discrete samples taken at
nearby hydrocasts. The procedure removes the offset due to an
inadequate factory calibration of the early sensors.
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4. Conclusions
The newly available optode-based oxygen sensor fea-
tures a number of innovative improvements (TENG)
that make it suitable for long-term in situ deployment
on autonomous observing platforms. Due to its small
size and power requirement ( 40 Ah per measure-
ment), it lends itself for installation on profiling floats.
FIG. 5. Plot of temperature difference between optode and CTD temperature sensors vs
vertical temperature gradient.
FIG. 6. First 28 calibrated profiles of (left) oxygen and (right) oxygen saturation obtained from the Labrador Sea
illustrating quality and resolution as well as utility of this new approach for oxygen measurements in the ocean.
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The first results shown here demonstrate that high
quality long-term oxygen measurements from floats are
feasible. Although minor improvements (e.g., ascent
speed) of the float-based measurements approach are
possible, the method appears to be operational and can
be used readily. Although the cause of the observed
bias in our optode measurements has been identified in
an inadequate factory calibration that has been fixed, a
recommended practice would be to regularly perform a
small hydrographic survey with Winkler oxygen mea-
surements around the float deployment area. Such a
deployment survey provides a straightforward means of
quality control and the most precise calibration of the
oxygen sensor. This should be routinely used to im-
prove the sensor’s accuracy to better than the 8-M
nominal accuracy. Although the sensor has potentially
good long-term stability, its ability to measure in air
also provides a means for identification of any drift
problem. For this additional purpose the sensor should
be top mounted on the float.
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